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[1] The Southern Hemisphere Additional Ozonesondes (SHADOZ) project has collected
more than 3000 ozone profiles from 14 tropical and subtropical sites using balloon-
borne electrochemical concentration cell (ECC) ozonesondes flown with standard
radiosondes. Published analysis of ozonesonde precision from SHADOZ profiles
measured in 1998–2000 revealed that variations in ozonesonde technique might cause
small station-to-station biases in the total ozone measurement. We present further
evaluation of imprecisions and accuracy based on 1998–2004 SHADOZ data, results
from laboratory simulations of ozonesonde flights, and a revised back-scattered ultraviolet
algorithm, the TOMS version 8, 2004 release. The laboratory studies used standard ECC
ozonesondes in a flight simulation chamber to evaluate techniques used at SHADOZ
stations. Ozone deviations from a standard ozone instrument in the chamber tests resemble
those of SHADOZ station data relative to a SHADOZ-defined climatological reference.
Certain systematic variations in SHADOZ ozone profiles are accounted for by
differences in solution composition, data processing, and instrument manufacturer. When
SHADOZ total ozone column amounts are compared to the new TOMS algorithm,
discrepancies between sonde and satellite decline 1–2 percentage points on average,
compared to version 7 TOMS.
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1. Introduction

1.1. Tropical Ozone Profiles: Needs and Status

[2] In the past 15 years there has been interest in enhanc-
ing the number of tropical ozone soundings because impor-
tant scientific issues are hard to resolve without the vertical
resolution provided through these observations. There has
been inadequate geographical and temporal coverage in
ozone profiles for deducing ozone trends [Logan, 1994;
World Meteorological Organization (WMO), 1998] in the
tropics. Soundings are required to determine the vertical

structure of the zonal wave-one pattern in equatorial ozone
as detected by satellite [Fishman and Larsen, 1987; Shiotani,
1992]. The wave-one feature refers to more column ozone
over the Atlantic and adjacent continents (with a maximum
near 0� longitude) than over the Pacific, with minimum
ozone. Profiles are also needed to evaluate satellite tropo-
spheric ozone estimates [e.g., Fishman and Balok, 1999;
Thompson and Hudson, 1999; Ziemke et al., 1998, 2003;
Martin et al., 2002; Liu et al., 2005].
[3] To respond to these and other requirements, the

SHADOZ project (Southern Hemisphere Additional
Ozonesondes, http://croc.gsfc.nasa.gov/shadoz [Thompson
et al., 2003a, 2003b]) was initiated to augment launches
at selected tropical sites. Analysis of �1100 ozone profiles
from the 1998–2000 SHADOZ record addressed some of
the issues raised above. A longitudinal cross section of O3

showed that the wave-one is predominantly in the tropo-
sphere and occurs throughout the year [Thompson et al.,
2003b]. The vertical structure of stratospheric ozone varia-
tions with the Quasi-biennial Oscillation was detailed with
SHADOZ and satellite data [Logan et al., 2003]. A
SHADOZ campaign of opportunity, the Aerosols99 cruise
on the R/V Ronald H. Brown, uncovered an ‘‘Atlantic ozone
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paradox’’ [Thompson et al., 2000], referring to a higher
tropospheric ozone column over the Southern Hemisphere
than over the Northern Hemisphere during the northern
tropical biomass fire season. The paradox has led to a
number of interpretive studies [Edwards et al., 2003;
Jenkins et al., 2003; Chatfield et al., 2004; Sauvage et al.,
2006].

1.2. Ozonesonde Precision, Accuracy, and Technical
Variations in the SHADOZ Record

[4] In the work by Thompson et al. [2003a], SHADOZ
soundings from 1998 to 2000 were used to make a prelim-
inary evaluation of instrumental characteristics and potential
impact on the sonde data record. We found the following:

[5] 1. The precision of total ozone measured by a sonde
instrument is 5%, an improvement over published evalua-
tions [e.g., WMO, 1998]. This owes partly to SHADOZ data
being taken in a fairly uniform meteorological regime.
[6] 2. Agreement between ground-based instruments at

five SHADOZ stations and integrated total ozone from the
sondes ranged from 2 to 7%.
[7] 3. Comparison with total ozone from the TOMS

satellite (version 7) indicated variability among stations,
with the satellite measurement 2–11% higher than sonde
total ozone. A known TOMS overestimate of tropospheric
ozone [Thompson et al., 2003b, Figure 8] is a factor in the
disagreement between TOMS and the sondes at four Pacific
SHADOZ sites.

Table 1. SHADOZ Sites and Method, With Parameters During JOSIE-2000 Tests

SHADOZ Sites Latitude, deg Longitude, deg Station Method, PCF
Station

Instrument
JOSIE
Methoda

JOSIE
Instrument

Suva, Fiji �18.13 178.4 2% KI, Nb SPC 2% KI SPC
Pago Pago, American Samoa �14.23 �170.6 2% KI, N SPC 2% KI SPC
Papeete, Tahiti �18 �149 2% KI, N SPC 2% KI SPC
San Cristóbal, Galapagos �0.92 �89.6 2% KI, N SPC 2% KI SPC
Paramaribo, Surinam 5.81 �55.2 1% KI, Kb SPC � � � � � �
Natal, Brazil �5.42 �35.38 1% KI, Wb SPC,c ENSCI 1% KI SPC
Ascension Island �7.98 �14.42 1% KI, W SPC,c ENSCI 1% KI SPC
Cotonou, Benin (started 2005) 6.21 2.23 1% KI, K SPC � � � � � �
Irene, South Africa �25.25 28.22 1% KI, K SPC � � � � � �
Nairobi, Kenya �1.27 36.8 1% KI, K ENSCI 1% KI ENSCI
Malindi, Kenya �2.99 40.19 1% KI, K SPC � � � � � �
Kuala Lumpur, Malaysia 2.73 101.7 1% KI, K SPC � � � � � �
La Réunion �21.06 55.48 0.5, 1% KI SPC,c ENSCI .5, 2% KI ENSCI
Watukosek, Indonesia �7.57 112.7 2% KI, N ENSCI � � � � � �
Kaashidhoo, Maldivesd 5 73.5 2% KI, N ENSCI � � � � � �
Aerosols99 Cruised � � � � � � 2% KI,N ENSCI � � � � � �

aResponsible Co-I JOSIE participant: NOAA/CMDL for Fiji, Samoa, San Cristobal, and Tahiti; NASA Wallops Flight Facility (WFF) for Natal and
Ascension; Méteosuisse for Nairobi; Univ. Réunion for La Réunion. FZ-Jülich JOSIE participant test method used at Irene, Paramaribo.

bPCF key: N, NOAA/CMDL [Johnson et al., 2002]; K, Komhyr [1986] and Komhyr et al. [1995]; W, Wallops laboratory test [Torres, 1981].
cMixture of solution strengths, instruments used; see details given by Thompson et al. [2003a].
dCampaign data in SHADOZ archive, January–March 1999. 23 sondes from Aerosols99 cruise [Thompson et al., 2000] and 54 sondes from Kaashidhoo

[Thompson et al., 2003b, Figure 11b].

Figure 1. (a) Different sets of pump flow (PCF) correction factors as funding of altitude and pressure,
for EEC-ozonesondes as reported by Torres [1981], Komhyr [1986], Komhyr et al. [1995], and Johnson
et al. [2002]. (b) Relative differences of PCFs compared to Komhyr [1986].
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[8] 4. Preliminary reports from a series of chamber tests
of ozonesonde performance suggested that the sonde instru-
ment type (manufacturer) could be a factor in station
variability. However, manufacturer bias was hard to ascer-
tain in data from four SHADOZ stations where a mixture of
instrument type was employed in 1998–2000. Two stations
showed no variation; the other two showed bias.
[9] Geophysical variability in ozone readings at SHADOZ

sites was also considered by Thompson et al. [2003a].
There was no statistically significant difference among the
stratospheric ozone column determined from SHADOZ
stations between 0 and 22�S, except at Nairobi, which is
10–15 DU higher than the other stations. Examination of
SHADOZ upper stratospheric variability shows the Nairobi
disagreement is greatest at the ozone maximum and above,
not where true physical differences are expected. Ozone
column amounts in the lower stratosphere, below 20 km
(70 hPa) are the same at all SHADOZ sites when allow-
ance is made for different meteorological regimes at
Kaashidhoo in the Northern Hemisphere and Irene, which
has considerable midlatitude character [Thompson et al.,
2003a, Figure 12].
[10] Thus, except for Irene, where geophysical deviations

from the other Southern Hemisphere SHADOZ stratospheric
readings are expected, variability among stations may be
due to instrumental effects. It is the purpose of this paper to
examine that possibility because, although all SHADOZ
stations use electrochemical concentration cell (ECC) tech-
nology, the network was initiated with minor variations in
instrument type, software, and sonde preparation (Table 1).
For example, there are two ECC sonde manufacturers; this

may affect the ozone measurement [Johnson et al., 2002;
Smit and Sträter, 2004a, 2004b].

1.3. Updates and Outline of Present Study

[11] New data are available for evaluation of ozone
variability in the SHADOZ data set. (1) The Jülich Ozone-
sonde Intercomparison Experiment (JOSIE) conducted
under World Meteorological Organization (WMO) sponsor-
ship in 2000 tested the techniques used in the SHADOZ
network through intercomparison with a standard reference
instrument (H. G. J. Smit et al., Assessment of the perfor-
mance of ECC-sondes under quasi-flight conditions in the
environmental chamber: Insights from the Jülich Ozone
Sonde Intercomparison Experiment (JOSIE), submitted to
Journal of Geophysical Research, hereinafter referred to as
Smit et al., submitted manuscript, 2006); (2) the number of
sonde measurements in the SHADOZ database has more
than doubled since the analysis by Thompson et al. [2003a,
2003b]; and (3) TOMS total ozone was reprocessed, version
8 release, at http://toms.gsfc.nasa.gov.
[12] 1. The present paper uses a SHADOZ climatological

‘‘tropical ozone profile’’ to examine variations in profiles at
individual sites. The latter results, that take advantage of the
large statistics offered by the SHADOZ data, are compared
to JOSIE chamber profiles (section 3). In the work by
Thompson et al. [2003a] only column ozone amounts were
compared.
[13] 2. This paper also evaluates stratospheric column

ozone to see where biases might occur (section 3).
[14] 3. This paper compares total ozone column amounts

from SHADOZ sondes to TOMS version 8 (v 8) ozone

Table 2. JOSIE-2000 Tests Simulating SHADOZ Conditions

Test Date Simulation Condition SHADOZ Participant

7 Sep 2000 91 tropical NOAA/CMDL
8 Sep 2000 92 tropical NOAA/CMDL
12 Sep 2000 94 subtropical NOAA/CMDL
13 Sep 2000 95 subtropical NOAA/CMDL
21 Sep 2000 98 tropical NASA/WFF, Meteoswiss, Univ. Réunion
22 Sep 2000 99 tropical NASA/WFF, Meteoswiss, Univ. Réunion
25 Sep 2000 100 subtropical NASA/WFF, Meteoswiss, Univ. Réunion
27 Sep 2000 102 subtropical NASA/WFF, Meteoswiss, Univ. Réunion

Table 3. JOSIE 2000: Summary of Mean Relative Bias of the Ozone Measurement, in 5-km Altitude Bins, to the UV Ozone-Photometer

(OPM) of ENSCI-Z and SPC-6A Sondes for Various Sensing Solutions (SST)a

Altitude Range,
km

ENSCI-Z Sonde Bias, % SPC-6A Sonde Bias, %

1.0% KI, Full Buffer
(SST-1), PCF:K86

0.5% KI, Half Buffer
(SST-2), PCF:K86

2.0% KI, No Buffer
(SST-3), PCF:CMDL

1.0% KI, Full Buffer
(SST-1), PCF:K86

0.5% KI, Half Buffer
(SST-2), PCF:K86

2.0% KI, No Buffer
(SST-3), PCF:CMDL

30–35 10 4 5 �2 �11 �6
25–30 10 5 4 3 �4 �2
20–25 7 3 1 0 �3 �4
15–20 3 1 �2 �2 �3 �4
10–15 9 3 �3 3 �7 �6
5–10 15 6 �3 5 0 �9
0–5 9 2 �5 1 0 �10
Total column 6 4 0 0 �3 �5
aData processing was made according to Komhyr [1986]. Pump correction factor (PCF) for sondes operated with SST-1 and SST-2 is from the K86. For

SST-3 the CMDL PCF was applied [Johnson et al., 2002]. Last row based on integrals over the vertical O3 column between the surface and 8–10 hPa
pressure.

D03304 THOMPSON ET AL.: SHADOZ OZONE—3. STATION VARIABILITY

3 of 18

D03304



and to colocated total ozone instruments where possible
(section 4).
[15] The ozonesonde measurement and relevant JOSIE-

2000 results are first described (section 2).

2. Ozonesonde Measurement: JOSIE-2000 and
SHADOZ

2.1. Ozonesonde Measurement

[16] The ECC sensor measures O3 using a potential
difference that is set up between two cells of different KI
(potassium iodide) solution strength [Komhyr, 1969]. The
O3 partial pressure, Pozone in mPa, is recorded with a 1–2 s
sampling interval during the ascent:

Pozone ¼ 4:307� 10�2 � I� Ibg
� �

� T pumpð Þ � PCF 1=Fð Þ ð1Þ

The current, I in mA, that develops because of ozone’s
electrochemical reactions is referenced to a ‘‘no-ozone’’
background value, Ib, measured in the laboratory prior to the
balloon flight. The first term on the right side is a units
conversion that incorporates the gas constant and the
Faraday constant and T (K) is the temperature inside the
sampling pump, operating with flow rate, F in cm3 s�1

[Smit and Sträter, 2004a]. T is recorded during flight; F is
determined in the laboratory prior to launch. As the balloon
rises, a pump correction factor (PCF) adjusts for a decrease
in the pump’s efficiency. The PCF is most critical above
25 km [Johnson et al., 2002].
[17] Several tests conducted in the Jülich ozonesonde

chamber in 1996 and 1998 [Smit and Kley, 1998; Smit
and Sträter, 2004a] showed that differences in data process-
ing, as well as in sonde manufacturer and instrument
preparation, can contribute to systematic variations among
O3 measurements. Johnson et al. [2002], Thompson et al.
[2003a] and Smit and Sträter [2004a, 2004b] describe four
factors that may affect the measurement: (1) the background
current, (2) the concentration of KI in the cell cathode,
(3) strength of any buffer used, and (4) the PCF used to
correct for variation in pump efficiency. From JOSIE tests
of ECC ozonesondes in 1996 and 1998 [Smit and Kley,
1998; Smit and Sträter, 2004a, 2004b; Smit et al., submitted

manuscript, 2006] it can be inferred that factor 1 should be a
relatively minor issue in SHADOZ because of sonde
improvements in the past decade but the other factors may
have a detrimental effect on instrument performance in the
network.
[18] Table 1 presents technique, latitude and longitude of

SHADOZ stations. SHADOZ stations include the use of
three different sensing solutions: 1% KI with full buffer,
0.5% KI with half-buffer; 2% KI with no buffer. SHADOZ
stations also use two instrument types and at least four
altitude-dependent sets of PCF. For example, a uniform
technique with 2% KI solution type, no buffer, is used at the
four Pacific stations (Fiji, Samoa, San Cristóbal, Tahiti) in
SHADOZ, normally with the Science Pump Corporation
(SPC) instrument. The processing at those stations includes
the PCF determined by NOAA/CMDL [Johnson et al.,
2002]. The procedures at Natal and Ascension, with 1%
KI, full buffer, also normally use the SPC instrument, but
with a PCF determined by Wallops Flight Facility [Torres,
1981]. All other stations use 1% KI full buffer or 0.5% KI
with half buffer, and apply a PCF for SPC instruments after
Komhyr [1986] and for ENSCI instruments after Komhyr et
al. [1995]. Figure 1 illustrates the four PCF (Figure 1a). At
pressures below 200 hPa only the NOAA/CMDL values
[Johnson et al., 2002] are significantly (5–10%) greater
than the other three curves [Torres, 1981; Komhyr, 1986;
Komhyr et al., 1995] which are within 1–2% down to
10 hPa (Figure 1b).
[19] The use of different sensing solutions can also

introduce systematic deviations [Boyd et al., 1998; Johnson
et al., 2002] in the upper part of the O3 profile where an
increase of sensitivity due to evaporation over the course of
the soundings is observed. Johnson et al. [2002] showed
that sondes with buffers are most affected by this height-
dependent artifact in the profile measurements.

2.2. JOSIE-2000

[20] The JOSIE-2000 campaign was conducted at the
Forschungzentrum-Jülich World Calibration Centre for
Ozonesondes (WCCOS [Smit et al., 2000], http://www.
fz-juelich.de/icg/icg-ii/esf) to test SHADOZ methods [Smit
and Sträter, 2004b; Smit et al., submitted manuscript, 2006]

Table 4. Ozone Summary From 1998–2004 SHADOZ Dataa

Site
Sample/Total

Profiles
Integrated
O3, 1s

Tropospheric
O3, 1s

Integrated O3-
Tropospheric O3, 1s

CMR Add-
On, 1s

SBUVAdd-
On, 1s

Total Sonde O3

+ CMR, 1s
Total Sonde O3

+ SBUV, 1s
(CMR-SBUV),

1s

Ascension 178/318 196.5, 18.0 37.1, 8.2 159.5, 12.4 77.7, 9.4 56.0, 1.7 274.2, 24.3 252.6, 17.7 21.6, 9.4
Fiji 165/232 185.2, 14.3 23.8, 7.5 161.3, 17.4 70.2, 7.6 55.6, 1.8 255.4, 16.4 240.7, 14.0 14.6, 6.9
Irene 113/169 210.5, 18.5 33.2, 5.9 177.4, 16.3 65.7, 7.6 53.9, 1.4 276.2, 21.8 264.4, 18.6 11.8, 6.9
Watokusek 85/236 187.5, 12.3 23.5, 5.8 164.1, 9.9 78.2, 10.5 55.8, 1.2 265.7, 19.0 243.3, 12.4 22.4, 10.3
Malindi 35/82 203.6, 13.1 32.1, 6.0 171.5, 9.8 80.7, 6.6 56.3, 1.7 284.3, 14.6 259.9, 12.2 24.5, 6.4
Nairobi 216/317 202.3, 12.1 28.8, 5.2 173.5, 9.4 81.4, 5.6 56.0, 1.6 283.7, 13.5 258.3, 11.5 25.4, 5.7
Natal 185/267 200.3, 15.5 33.1, 8.1 167.1, 10.9 79.2, 7.5 56.2, 1.6 279.5, 20.1 256.5, 15.4 23.0, 7.4
Paramaribo 146/243 215.9, 14.6 31.6, 5.7 184.2, 13.0 87.4, 7.1 56.0, 0.9 303.2, 17.8 271.8, 14.6 31.4, 7.2
Reunion 87/203 197.8, 14.2 32.9, 6.7 165.0, 9.8 68.4, 8.9 53.8, 1.5 266.3, 17.7 251.6, 14.2 14.6, 8.1
Samoa 191/263 180.2, 11.3 19.7, 5.6 160.5, 7.9 74.9, 6.9 55.7, 1.8 255.1, 14.4 235.9, 11.2 19.2, 6.2
San Cristóbal 218/278 179.8, 13.2 23.3, 4.5 156.5, 10.8 72.1, 7.9 56.2, 1.5 252.0, 17.6 236.0, 12.6 15.9, 8.1
Kuala Lumpur 68/170 180.7, 13.3 22.6, 4.3 158.1, 12.7 69.4, 8.5 55.9, 0.9 250.1, 18.0 236.6, 12.9 13.5, 8.6

aTotal sample number given along with the number of profiles to 10 hPa, on which statistics are based. Total samples used in statistical analyses (first
column): 2778. The SHADOZ project archives data in a uniform format, with initial analysis and calibration performed by the station coinvestigator, who
may reprocess at any time. Updates (with most recent processing date) are given on the Website. Some sites report data every 10 s during a flight, whereas
other profiles are archived with 1-s frequency. Data from SHADOZ stations maintained at other archives may differ from SHADOZ in format, O3

integration, and extrapolation.
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with a special emphasis on the three different sensing
solutions and two instrument types described above. The
simulation chamber holds four instruments plus the ozone
photometer (OPM) as a reference, operated by the WCCOS

calibration team. The instrument type and sensing solution
were varied in the chamber tests as shown in Appendix A
and Tables 1 and 2. Two sequences of four investigator
teams (institutions listed in Table 2) participated, with each
group preparing sondes for six chamber simulations from
1000 to 10 hPa. An overview of major results appears in
Appendix A.
[21] Simulation tests typical of SHADOZ conditions are

listed in Table 2. A summary of results of JOSIE-2000
relevant to SHADOZ is given in Table 3. The best results
relative to the OPM are obtained for the SPC-6A sonde
operated with 1% KI and full buffer (Sensing Solution Type
(SST)-1) or the ENSCI-Z sonde with 0.5% KI and half
buffer (SST-2), assuming the PCF after Komhyr [1986,
hereinafter referred to as K86] (Figure 1 and Table 3).
JOSIE-2000 [see also Johnson et al., 2002] showed that the
ENSCI-Z sonde with 2% KI and no buffer (SST-3) and
NOAA/CMDL processing (column 4 in Table 3) is not
uniform with respect to the OPM. However, the column
integral agrees well with the reference and SPC-SST-1 and
ENSCI-SST-2 combinations (Table 3). In SHADOZall sondes
operated with the unbuffered 2% KI sensing solution use the
PCF table provided by NOAA/CMDL so that the observed
tendency of lower O3 readings for unbuffered solutions is
largely compensated by the 5–10% larger PCF compared to
the PCFs of Torres [1981], Komhyr [1986], or Komhyr et al.
[1995] (Figure 1). The latter PCFs are normally applied by
SHADOZ stations operating sondes with SST-1 or SST-2
(Table 1).
[22] WCCOS processed each set of raw O3 data with PCF

functions (Tables 1 and 3) provided by the participants [Smit
and Sträter, 2004a, 2004b]. The results are summarized in
Appendix A. In applying JOSIE-2000 results in the present
study, note that the SHADOZ archive receives data already
processed. Although PCFs were supplied by SHADOZ par-
ticipants to WCCOS, actual processing of data delivered to
SHADOZ may include some proprietary steps. Thus PCF
cannot be separated in analysis of instrumental effects on
SHADOZ profiles (section 4).

2.3. SHADOZ, TOMS, and Ground-Based Ozone Data

[23] SHADOZ data are archived as O3 partial pressure,
O3 mixing ratio, pressure, pressure altitude, and temperature
at the SHADOZ website: http://croc.gsfc.nasa.gov/shadoz.
The corresponding TOMS v 8 overpass total O3 column
and, where applicable, total O3 column from a colocated
Dobson or Brewer spectrophotometer, are given with each
record. Most stations launch ozonesondes between 0700
and 1000 local time, so the TOMS satellite overpass (�1130
local) and sonde measurements match well. Section 4
compares SHADOZ and v 8 TOMS total O3.
[24] In the present analysis, profiles for 1998–2004

(Table 4) are used except in comparisons with TOMS where
1998–2001 data are employed. After 2001 the Earth-Probe
(EP)/TOMS instrument diverged too much from the Dobson
network to be reliable for our purposes (R. McPeters,
personal communication, 2004). To obtain a total column
O3 value from SHADOZ profiles, an extrapolation is made
because typically 15–30% of the O3 column is above the
balloon burst. Analyses here are based on O3 profiles from
balloons that reached at least 10 hPa. Extrapolation to the
top of the atmosphere is made with an add-on column from

Figure 2. Mean O3 profiles (from 1998 to 2004) from
Southern Hemisphere SHADOZ soundings that reached
7.0 hPa pressure based on 0.25 km averages. (a) Pacific and
eastern Indian Ocean stations, Fiji, American Samoa, San
Cristóbal, and Watukosek; (b) Atlantic and Kenyan sites,
Natal (Brazil), Ascension, Nairobi, and Malindi; and (c) two
subtropical stations, Réunion and Irene. Our CMR defini-
tion uses the uppermost measured points before 10 hPa,
then adds a column amount up to 1 hPa. The corresponding
mean CMR is given in Table 4.
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the SBUV satellite climatology of McPeters et al. [1997].
Extrapolation by assuming a constant mixing ratio (CMR)
for O3 above balloon burst is used for diagnostic purposes;
however, total O3 computed with CMR overestimates total
O3 [McPeters et al., 1997].

3. SHADOZ Ozone Profile Analysis

[25] Although there are relatively small differences in
stratospheric O3 column among SHADOZ stations, it is
important to evaluate variability arising from the O3

measurement in various parts of the profile. This is done
in two steps. First, mean SHADOZ O3 profiles from each
station are compared to an overall mean SHADOZ profile
(sections 3.1 and 3.2). Second, biases in the stratospheric O3

segments at SHADOZ stations are compared to corresponding
technique as tested in JOSIE-2000 (section 3.3).

3.1. Characteristics of Mean SHADOZ Profiles

[26] Figure 2 shows mean profiles from Southern Hemi-
sphere SHADOZ stations. The CMR isolines are drawn to
show tendencies for upper stratospheric variability among
the SHADOZ stations. What is observed? For the three
Pacific stations and Watukosek (Figure 2a) O3 profiles are
nearly identical in the lower stratosphere but there is
divergence at the stratospheric maximum. For Watukosek
the maximum occurs at �15 hPa and the corresponding
partial pressure is 14.5 mPa. For Fiji the maximum partial
pressure is �13.5 mPa. Extrapolations above 7 hPa (the
minimum pressure plotted) fall between the 8 and 10 ppmv

Figure 3. (a) Climatological mean ‘‘tropical ozone’’ profile based on 1998–2004 SHADOZ data with
mean and 1-s standard deviation (shaded). The mean is based on all Southern Hemisphere SHADOZ
stations except Réunion and Irene. Constant mixing ratio isolines shown. (b) Subtropical profile average
of Réunion and Irene profiles.
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